
 

 
 

 

 

January 18, 2024 

 

Attention: Respiratory Care, Clinical Engineering, Materials Management 

 

Obsolescence Notification  

for the  

LifePulse® High Frequency Ventilator Model 203 

 

Valued Customers, Bunnell Incorporated hereby announces the Model 203 
LifePulse® High Frequency Jet Ventilator will be rendered obsolete as of July 1, 
2026.  

The aging ventilators have been used in the critical care of neonates for 36 years. 
Bunnell intends to service and support these neonatal ventilators until the date of 
obsolescence.  

Hospitals are encouraged to migrate to the newer Model 204 LifePulse® High 
Frequency Jet Ventilator, which has been on the market since 2017. The Model 
204 LifePulse® HFJV provides the same therapy and utilizes the same disposables. 
Model 203 ventilators may be traded in towards the purchase of the Model 204 
LifePulse® HFJV.  

To learn more about the enhanced features of the new LifePulse® High Frequency 
Jet Ventilator Model 204, visit www.bunl.com. 

For inquiries call 800-800-4358 or email info@bunl.com. 

 

Please forward this notification to all appropriate parties to ensure awareness. 

 


